Introduction {#sec1}
============

Currently, an increasing skin melanoma incidence is observed. The highest ratio of deaths in newly diagnosed cases in Europe is reported in the countries of Central and Eastern Europe \[[@cit0001]\]. Patients with suspected skin melanoma are subjected to clinical examination and dermoscopic examination. In recent years, a substantial advancement of pigmented mole examination methods has been achieved, and the dermatoscope is currently used not only for the evaluation of tumours, but also in diagnosis of numerous skin diseases. In recent decades, a dynamic progress of dermoscopy has taken place, both in the field of devices used and the diagnostic algorithm method. The model analysis developed by Kittler *et al.* \[[@cit0002]\] appears to be nowadays the most advanced and complex method. On the basis of dermatoscopic examination, the physician decides on subsequent treatment. Potentially neoplastic changes are removed and the obtained preparation is subjected to histological assessment. The key parameter for histological assessment of the lesion is thickness expressed in millimetres and provided using the Breslow scale \[[@cit0003]\]. Further decisive parameters include the number of mitoses, presence of ulceration, number of affected lymph nodes, satellitoses and distant metastases \[[@cit0004], [@cit0005]\]. On the basis of results obtained, a decision is made on the possible additional surgical excision, sentinel lymph node biopsy or beginning systemic treatment \[[@cit0006], [@cit0007]\]. Patients from the group of elevated risk should be constantly monitored by appropriate specialists, depending on the advancement stage of the disease \[[@cit0008]--[@cit0010]\]. It is known that correct determination of the excision margin and also its depth are decisive for the early stage of diagnostics and treatment. The optimal situation consists of a radical excision of the change with a correct margin of unaffected skin and also subcutaneous tissue, adequately to the level of malignancy \[[@cit0010]--[@cit0012]\]. It appears that high-frequency ultrasonography (HFUS) examination, as a repetitive, non-invasive, and painless examination, may play a key role in the pre-operative *in vivo* skin melanoma evaluation and it may correlate with the result obtained in histopathological examination. Currently, HFUS examination is becoming more available in hospitals and at dermatology practices \[[@cit0013]\]. In the last 10 years, authors of numerous published studies attempted to evaluate melanoma thickness using ultrasound. Results of these studies provide answers to many questions and also inspire to ask a great number of new ones.

The objective of the present paper was to evaluate applicability of HFUS examination for pre-operative assessment of melanoma on the basis of a literature review.

High-frequency ultrasonography in skin tumours {#sec2}
==============================================

Ultrasonography (USG) examination is based on the phenomenon of ultrasound wave propagation in elastic media. Thanks to that, it is possible to highlight boundary surfaces of different types of tissues and organs, which in turn enables determination of the depth of the evaluated changes. The key parameter influencing quality of the obtained image is the resolution of the device. It is divided into three types: axial, lateral and contrast. The resolution consisting of the smallest distance between two points (positioned in one axis) of the tested tissue, expressed in millimetres is the key element of the measurement of thickness and depth of skin changes. However, generally it is better than axial lateral resolution and it increases with the increase of the head frequency. Typical ultrasonographic image of healthy skin consists of three elements -- epidermis, also referred to as epidermal echo, dermis and subcutaneous tissue.

First attempts at using USG for skin imaging were made by Alexander and Miller over 40 years ago, using a 15 MHz head \[[@cit0014]\]. Since that time, a considerable technological advancement has taken place, which enabled an increase in head frequencies, which lead to an increase in the obtained image resolution \[[@cit0015]\]. This makes it possible to do diagnostic tests of the entire change in real time, without violation of the skin integrity and obtaining clear images, and even evaluation of the skin blood flow. Currently, HFUS is used for diagnosis and treatment monitoring of numerous diseases, including localised scleroderma, lichen sclerosus, psoriasis limited to the skin and nails, and also skin tumours \[[@cit0016], [@cit0017]\]. A study was described, which involved sonographies of 4338 skin changes included in 8 groups: benign nonvascular tumours, benign vascular tumours, malignant tumours, vascular non-cancerous changes, articular changes and periarticular changes, inflammatory and infectious changes, skin appendages, and nail apparatus. The conducted HFUS improved the preliminary diagnosis accuracy from 73% to 97% (*p* \< 0.01). The examination sensitivity was 99% and specificity -- 100% \[[@cit0018]\]. In the majority of cases, in the HFUS examination melanoma appears as a hypoechoic area similar to a biconvex lens, normally located at the dermal/epidermal junction. This image may differ depending on the thickness of the melanoma, presence of ulceration and its location. Currently, histopathological examination is the golden standard for melanoma diagnosis.

An expert team elaborated detailed guidelines for the microscopic evaluation of melanoma \[[@cit0019]\]. In recent years, numerous papers have been published determining the applicability of sonographic examination for pre-operative evaluation of this type of changes, and the obtained results showed a correlation of melanoma thickness in ultrasonographic examination and histopathological examination.

Jasaitiene *et al.* combined data from 22 studies on the measurement of melanoma thickness using ultrasonography. After an analysis of detailed results, the authors determined the applicability of USG and HFUS examinations and pointed out to the high index of correlation between the change thickness evaluated in histopathological examination and that obtained in USG and HFUS examinations (*r* in the range from 0.887 to 0.99). In the HFUS examination, melanoma is visible as a homogenous, well-marked area. Authors of the paper particularly emphasise the applicability of HFUS examination in the pre-operative evaluation of melanoma, particularly for the selection of correct excision margins, as well as the conduct of biopsy of the sentinel lymph node during one procedure. This limits the stress to which patient is exposed and decreases treatment costs, accelerates diagnostic and treatment procedures \[[@cit0020]\].

[Table 1](#t0001){ref-type="table"} presents results of studies published in 2010--2014 on the correlation of melanoma thickness obtained in sonometry and in histopathological examination.

###### 

Correlation between thickness measurement of the skin tumours obtained in histopathological and ultrasonographic examination (2010--2014)

  Researcher                                                             Head frequency *f* \[MHz\]   Melanomas examined *n*   Correlation level *r*
  ---------------------------------------------------------------------- ---------------------------- ------------------------ -----------------------
  Music *et al*., 2010 \[[@cit0021]\]                                    12--15                       70                       0.823
  Kaikaris *et al*., 2011 \[[@cit0022]\]                                 14                           100                      0.283 for T 1--2 mm
  0.869 for T \> 2 mm                                                                                                          
  Hinz *et al.*, 2011 \[[@cit0024]\]                                     20                           4                        Not given
  Crisan *et al*., 2013 \[[@cit0027]\]                                   20                           28                       0.994
  0.984                                                                                                                        
  Fernández Canedo *et al*., 2013 \[[@cit0026]\] (retrospective study)   15                           79                       0.678
  Meyer *et al.*, 2014 \[[@cit0025]\]                                    25                           67                       0.807

Music *et al.* provided two experienced radiologists with images obtained in an examination with 12--15 MHz head, for evaluation. The obtained results demonstrated that USG examination is characterised by high frequency (92%), specificity (92%), positive (95%) and negative (81%) predictive value and the level of correlation between histopathological examination and sonographic examination was determined as very high (*r* = 0.823, *p* \< 0.001). However, it is strongly emphasised that these values referred to melanomas thicker than 1 mm. To evaluate usability of HFUS examination in \> 1 mm melanoma assessment, the authors emphasise the necessity to conduct a larger number of tests \[[@cit0021]\].

Similar analysis was conducted by Kaikaris *et al.* On the basis of a study conducted with the use of a 14 MHz head, the authors believe that overinterpretations of melanoma thickness are numerous, which is caused by the accumulation of lymphocytes in the lower area of the tumour. In the case of the used frequencies, a decision on treatment and possible sentinel lymph node biopsy (SLNB) should be taken for melanomas with a thickness greater than 2 mm. If changes have a lower thickness, a re-examination with a 100 MHz head or excisional biopsy should be performed, and on the basis of the histopathological result obtained, an additional excision and sentinel lymph node biopsy should be carried out \[[@cit0022]\]. It also appears that the considerable constriction of the preparation after its excision and placement in formalin may influence the overestimation of the change thickness. This stems from the structure and placement of collagen fibres, and also from the effect of formalin on human tissues. As a result of this, higher values of thickness are provided after histopathological examination than those obtained in sonographic examination \[[@cit0020], [@cit0023]\].

Hinz *et al.* published a study which determined the precision of skin pigment change thickness evaluation using 1325-nm optical coherence tomography (OCT). Additionally, they compared obtained results with values obtained in histopathological and sonographic examinations. Changes, thickness of which was greater than 1 mm were excluded from the study due to the dispersion present in the OCT examination. Change image evaluated using OCT was characterised by lower contrast with surrounding tissues in comparison to that obtained using HFUS. A decision on the selection of the appropriate healthy tissue margin during the removal of suspected malignant changes was taken on the basis of result obtained using sonometry. Measurements were conducted between the epidermal echo peak or its midpoint, and the lowest part of the hypoechoic area, which might have considerably overstated melanoma thickness. The majority of researchers measure changes from the lowest part of the epidermal echo. Authors emphasise that HFUS heads with 20--50 MHz frequency are usable for pre-operative evaluation of pigment changes, however, studies using 100 MHz frequency heads are necessary. Results of the study indicate the advantage of OCT over 20 MHz HFUS in the case of melanomas with thickness not exceeding 1 mm \[[@cit0024]\].

An interesting study was published by Meyer *et al.* which compared the usability of the melanoma thickness evaluation using HFUS (25 MHz) and 930-nm OCT. The study was conducted on 131 patients, which had at least one suspicious pigment change by two independent dermatologists trained in the use of HFUS and OCT. Changes were evaluated two times at 7-day intervals. On the basis of the conducted study, the authors determined that OCT was not precise enough for melanoma thickness evaluation (ICC = 0.0), and disparity with the histopathological examination result increased with the increase of change depth, particularly over 0.5 mm. Furthermore, the OCT examination lasted much longer than the sonographic examination. Authors of the study obtained a good correlation of results obtained in HFUS examination with histopathological examinations \[[@cit0025]\].

Fernández Canedo *et al.* carried out retrospective comparative analysis of parameters obtained using 15 MHz USG and histopathological examination of 79 changes of primary melanoma character. They assessed thickness, presence of ulceration, regression, and inflammatory infiltrate. It turned out that the sonographic method with determined thickness of superficial melanoma forms with high precision, which enabled precise determination of excision margins. The authors emphasised low usability of the method in evaluation of nodular and vertically spreading changes. No significant relationships between parameters other than thickness could be determined, which were established in microscope and sonographic examination \[[@cit0026]\].

Crisan *et al.* presented results obtained in a study using a 14 MHz Colour Doppler head and a 20 MHz head. With the use of a 14 MHz head, the authors determined a lack of flows in melanoma type lesions spreading superficially (*n* = 8) and rich vascularity in nodular lesions (*n* = 20). In the case of a 20 MHz head, the authors point out to the underestimation of nodular melanoma thickness and overestimation of superficially spreading melanomas in comparison to a histopathological examination, however, the high level of correlation between sonographic and histopathological measurements is retained (\> 98%). Moreover, the study evaluated basal cell carcinomas and on the basis of the obtained results a four-stage Breslow scale of advancement for basal cell carcinoma was elaborated for HFUS examination. On the basis of the obtained sonographic measurements, the authors identified stage I: \< 0.8 mm, stage II: 0.8--1.88 mm, stage III: 1.88--3 mm, and stage IV: \> 3 mm \[[@cit0027]\].

Other methods for melanoma imaging {#sec3}
==================================

Different procedures are performed at an early diagnostic stage. The diagnostics of pigment changes utilises monitoring and mapping tools, dermatoscopes and videodermatoscopes, which enable evaluation of the morphology of pigment changes. On the other hand, confocal microscopes enable evaluation of skin lesions at a cellular level. Individual methods are used in the case of screening in patients with an elevated carcinogenesis risk or for those, which were diagnosed with skin melanoma. Concomitant use of the mentioned methods improves efficacy in early diagnosis and differential diagnostics of melanoma \[[@cit0028]\].

There are papers evaluating melanoma vascularization using Colour Doppler ultrasonography. Lassau *et al.* emphasise the fact that vessels can be highlighted in lesions thicker than 2 cm, which seems to indicate their greater malignancy \[[@cit0029]\]. It appears that the presence of vessels depends on the clinical form of melanoma, in nodular lesions it is possible to image the flow in the vessels \[[@cit0025]\].

An ongoing research is conducted on the expansion of non-invasive imaging of melanoma and its metastases. Methods such as ultrasonography, computed tomography (CT), positron emission tomography (PET) or a combination of both (PET-CT) are used for this purpose. Results published thus far indicate the advantage of ultrasonography of the sentinel lymph node over other methods of the search of metastases. On the other hand, PET-CT turned out to be the best examination for the detection of distant metastases \[[@cit0030]\].

High-frequency ultrasonography is often used for differential diagnostics of skin lesions. Characteristics are looked for in a sonographic image for changes such as pigmented moles, dermatofibromas, seborrheic warts, angiomas, blue naevi, basal cell carcinomas, melanoma metastases to skin \[[@cit0031]--[@cit0033]\]. It is worth emphasising that HFUS examination is reimbursed by health insurance in numerous countries of Western Europe, such as France and Germany \[[@cit0033]\].

Summary {#sec4}
=======

The use of HFUS examination for the evaluation of cancerous changes on the skin provides a considerable amount of information and significantly improves the diagnostic and therapeutic process. Evaluation of the thickness of melanoma seems to be the most important element of HFUS examination, which doubtlessly helps making a decision on excision of the change with a margin adequate for the thickness of the melanoma. However, the development of standardisation of the method appears indispensable so that it can be better used in the decision on the melanoma excision margin.
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